Case report of a hypermobile pacemaker: abnormal manifestations and surgical correction.
An abnormally mobile subclavian pacemaker pulse generator in a 49-year-old woman was stabilized by an absorbable mesh graft. This device was successfully replaced 2 years later without any problems. A 4-year follow-up evaluation was uneventful.